In the present paper, the potentiometric response characteristics of a metalloporphyrin-based electrode in o-nitrophenyloctylether (o-NPOE) plasticized polyvinyl chloride (PVC) membrane are presented for a set of monovalent anions. As membrane ionophore, 5,10,15,20-tetrakis-(4-methoxyphenyl)-porphyrin-Co(II) (CoTMeOPP) was used. To establish the optimum composition of the membrane, different molar percents of cationic derivative (mol.% relative to ionophore) were used. Electrodes formulated with membranes containing 1 wt.% ionophore, 66 wt.% o-NPOE, 33 wt.% PVC (plasticizer: PVC = 2:1) and the lipophilic cationic derivative (35 mol%) are shown to exhibit high selectivity for thiocyanate with a near-Nernstian slope in the working concentration range of 1.0×10 −1 -1.0×10 −5 M, with a good stability in time.
Introduction
Substituted meso-tetraarylporphyrins are an interesting class of molecular building blocks owing to their large size, extended π-system and versatility of metal ion binding.
Among a lot of other applications, metalloporphyrins are used as ionophores in solvent / polymeric membrane electrodes. They can induce potentiometric anion selectivity patterns different from the classical Hofmeister pattern. Porphyrins are interesting anion carriers because of their ability to have a Lewis acidic metal as the coordinating site. The binding affinity of this central metal could be controlled by the surrounding porphyrin ring as well as the fifth or sixth ligand attached to the metal. In these cases, electrode selectivity towards anions is not governed by anion lipophilicity as in the case of dissociated ion-exchanger, but by specific chemical interactions between the metalloporphyrin from the membrane and the anions in the sample solution [1] [2] [3] [4] [5] . It has been shown that the nature of the ionophore-anion interaction is influenced by the charge of the central metal ion from the porphyrin structure. The operative mechanism (neutral carrier versus charged carrier) must be known, because the optimization of membrane permselectivity is highly dependent on the incorporation of additional membrane additives. It has been shown that electrode response and selectivity is enhanced by the addition of tetraphenylborate derivatives when the metalloporphyrins are acting as charged carriers (which is the case of metal(IV)-porphyrins), while tetraalkylammonium species are required as additives for membrane doped with ionophores that function as neutral carriers (the case of metal(II)-porphyrins) [6] .
The first use of CoTMeOPP as ionophore in an anion-selective electrode was reported by Gupta et al. [7] for the determination of molybdate ions. The electrode was PVC based, using NaTPB as anion excluder and dibutylphtalate (DBP) as plasticizer, with a ratio composition of ionophore: PVC: DBP (12:60:100).
Our electrode is also consisting of a PVC membrane but we have used a different plasticizer: onitrophenyloctilether (o-NPOE) and a lipophilic cationic derivative: trioctylmethyl-ammonium chloride (TOMACl). The amount of the membrane components was also different: 1 wt.% ionophore, 66 wt.% o-NPOE, 33 wt.% PVC (plasticizer: PVC = 2:1) with various concentrations of cationic additive: 12% mol, 35% mol. and 50% mol. TOMACl (relative to the ionophore). In these conditions, the electrode shows affinity for the thiocyanate ions over a lot of other monovalent anions and the obtained results are presented below.
Thiocyanate is the major toxic metabolite of hydrogen cyanide, a toxic substance the organism may be exposed to, as a result of cigarette smoking or industrial pollution. Thiocyanate represents a byproduct of tobacco that accumulates in blood and tissues of smokers. Besides, it is also one of the major constituents of waste water from the gasification of coal factories, in which various hazardous by-products are formed.
The toxicity of thiocyanate is significantly less than that of cyanide, but chronically elevated levels of blood thiocyanate can inhibit the uptake of iodine by the thyroid gland. Serum thiocyanate has been validated as a predictor of total and coronary 15-year mortality, being either superior or equal to the smoking questionnaire in two populations, respectively [8, 9] .
A lot of thiocyanate sensors based on different ionophores were reported for the selective determination of this compound from biological samples (saliva and urine), for example: 5,10,15,20-tetratolylporhine manganese(III) chloride [5] , 5,10,15,20-tetraphenylporphine rhodium(III) chloride [10] or bis-[N-(2-hydroxyethyl)salicylaldimino]copper(II) [11] . We have chosen the above mentioned thiocyanate-selective electrodes, because the selectivity coefficients were determined by separate solution method (SSM) [12] , which was also used in the present study.
Results and Discussion
The potentiometric response characteristics of the liquid / polymeric membrane electrodes based on ionophore CoTMeOPP were determined using solutions from 1.0×10 −5 to 1.0×10 −1 M of the following The potentiometric response characteristic of an ion-selective electrode depends not only on the nature of the ionophore, but also significantly on the nature and amount of the additives used. To establish the optimum composition of the membrane, 3 electrodes were prepared having the following composition: 1 wt.% ionophore CoTMeOPP, 66 wt.% o-NPOE, 33 wt.% PVC with various concentrations of cationic additive: 12% mol, 35% mol. and 50% mol. TOMACl (relative to the ionophore). The selectivity coefficients of these electrodes are comparatively presented in Fig. 3 .
Analizing Fig. 3 it can be concluded that the incorporation of trioctylmethylammonium chloride (TOMACl) as a cationic additive in the membrane arise in an enhancement of the anionic response for thiocyanate. The three proposed electrodes performed a strong affinity to thiocyanate over all the other tested anions, developing anti-Hofmeister behavior.
The potentiometric response of the tested electrodes to thiocyanate in MES buffer 5.5 is presented in Fig. 4 . As it can be seen from Fig. 3 and 4 , the widest linear range, the lowest limit of detection, the best values of the selectivity coefficients and a near-Nernstian slope were observed for the electrode with 35 mol% of cationic additive (TOMACl) added. So, we can conclude that the optimal composition of the thiocyanate-selective electrode membrane is: 1 wt.% ClCoTPP, 66 wt.% o-NPOE, 33 wt.% PVC (plasticizer: PVC = 2:1) and 35 mol.% of TOMACl (relative to ionophore), with a slope of −(65.8 ± 1.0) mV/decade.
The selectivity coefficients of the electrode having the optimal membrane composition are comparatively presented with the corresponding values of the thiocyanate-selective electrodes having the ionophores 5,10,15,20-tetratolylporhine manganese(III) chloride [5] , 5,10,15,20-tetraphenylporphine rhodium(III) chloride [10] or bis-[N-(2-hydroxyethyl)salicylaldimino]copper(II) [11] , as can be seen in Table 1 . By comparing the results listed in Table 1 , it can be underlined that our electrode shows similar selectivity coefficients to the thiocyanate-sensors previously prepared [5, 10, 11] , with a good value regarding the chloride anion, which is the most important interfering anion from the biological fluids.
The potentiometric response of the electrode with 35 mol% of cationic additive (TOMACl) for various anions is presented in Fig. 5 . For the electrodes having the optimum composition of the membrane, the response time, detection limit, lifetime and working pH range were determined.
The average time for the thiocyanate-selective electrode to reach the final potential value after successive immersion of the electrode in a series of thiocyanate ion solutions, each having a 10-fold difference in concentration, was measured. The obtained response time was about 20 s as the concentration of thiocyanate was changed from 10 −4 to 10 −3 M. For lower concentrations of the solution the response time was the same, but it became longer for concentrated solutions. The detection limit for the best performing electrode was established at the point of intersection of the extrapolated linear mid-range and final low concentration level segments of the calibration plot and it is 6×10 -6 M.
The working pH range of the optimum electrode was determined by measuring the potentials in a pH range of 2.0 to 11.3 at 1.0×10 −2 M SCN − solution. The pH of the solutions was adjusted with HCl and NaOH and the obtained results are presented in Fig 6. The working pH range of the sensor, in which the potential remains constant, is 3.0 -9.5 (Fig. 6) . In order to determine the lifetime of the thiocyanate-selective electrode, the slope of the three electrodes having the optimum composition of the membrane was measured. A little decrease of the slope in time was observed, but after six weeks of intensive use, it still remains in the analytical useful range.
Analytical applications
In human biological samples (saliva and urine), the analytical control of thiocyanate can be potentiometrically performed by using an ion-selective electrode. For the potentiometric determination of thiocyanate in urine and saliva, measurements were carried out by standard addition method, on two types of samples: from a cigarette smoker and from a non-smoker. The samples were diluted by a factor of 10 with MES buffer at pH 5.5. The results were compared with a colorimetric method used as the reference method, and are presented in Table 2 . By analyzing the results presented in Table 2 , a good agreement between the control colorimetric and potentiometric method is revealed. All aqueous solutions were prepared with salts of the highest purity available. The sample solutions for all potentiometric measurements consisted of sodium salts of the given anions in 0.05 M 4-morpholino-ethanesulfonic acid (MES), adjusted to pH = 5.5 with NaOH.
Experimental Section

ISE membrane formulation and EMF measurements. Apparatus
The composition of the PVC membrane was: 1 wt.% CoTMeOPP, 66 wt.% o-nitrophenyloctylether (o-NPOE), 33 wt.% PVC (plasticizer: PVC = 2:1). Trioctylmethylammonium chloride (TOMACI) was used as additive in membrane (different %mol. relative to the ionophore).
First, the ionophore and the additive were dissolved in the solvent mediator. Then the PVC and sufficient amount of THF were added and mixed to obtain a transparent solution. This mixture was transferred onto a glass plate of 20 cm 2 , and the THF was allowed to evaporate at room temperature leaving a tough flexible membrane trapped in a PVC matrix. The cast membranes were approximately 150 µm thick. Potentiometric measurements were performed with the following galvanic cell: Hg/Hg 2 Cl 2 /bridge electrolyte/sample/ion-selective membrane/Ag(Hg)/internal cable.
The bridge electrolyte consisted of 0.1 M KNO 3 . Prior to EMF measurements, the electrodes were conditioned for 24 h in a 0.01 M NaCl solution. All experiments were performed at ambient temperature (22 ± 2°C). Potentials were measured using a Hanna Instruments HI8817 pH/mV-meter. Potentiometric selectivity coefficients were determined according to the separate solution method [12] by using the experimental EMF values obtained for 0.1 M solutions of the test anions and a theoretical slope of −59.2 mV /decade for the primary anion. Activity coefficients were assumed to be constant for all analyzed anions, and no correction was made for the slight changes in the liquid junction potential of the reference electrode.
Method of synthesis for the meso-tetra(p-methoxyphenyl)-porphyrine
The synthesis was done by adapting the literature data [13, 14] using stoechiometric amounts of propionic anhydride in order to capture the water generated during the reaction and in this way to improve the yield(24%).
Method of synthesis for 5,10,15,20-tetrakis-(4-methoxyphenyl)-porphyrin-Co(II) (CoTMeOPP)
The complex was synthesized according to literature data [7, 15] by boiling a mixture of 5,10,15,20-tetrakis(4-methoxyphenyl)porphyrin and of cobalt acetate in glacial acetic acid.
Conclusion
The results of the present study put into evidence that the electrodes having 5,10,15,20-tetrakis-(4-methoxyphenyl)-porphyrin-Co(II) as ionophore in o-nitrophenyloctylether plasticized PVC membranes, realized with an internal electric solid contact, exhibit a relatively high selectivity for thiocyanate over many anions. The most important characteristics of the best performing electrodes are: slope: −(65.8 ± 1.0) mV/decade; linear range: 1×10 −1 -1×10 −5 M; detection limit: 6×10 −6 M;
